Study Design Systematic review.
Introduction
According to the National Spinal Cord Injury Statistical Center, $282,000 persons live with spinal cord injury (SCI) in the United States, and $17,000 new SCI cases occur each year.
1
SCIs have intense consequences, such as the loss of motor or sensory functions in the lower or upper limbs, depending on the level of injury. Therefore, the rehabilitation of locomotion has always been the key priority for patients suffering from SCIs.
2
The greatest functional and neurologic recovery is to be expected during the first year after initial SCI; even with continuous and extensive rehabilitation, further improvements are usually not seen. Devices have been developed to assist patients suffering from SCI with mobility and to facilitate locomotion rehabilitation. 4 One such device is a powered exoskeleton. Powered exoskeletons are motorized orthoses placed over a person's limb with joint parts corresponding to those of the human body. Their purpose is to facilitate standing and walking, as well as assist in rehabilitation.
5
The first powered exoskeleton-the Lokomat (Hocoma, Switzerland)-was a residential (fixed) exoskeleton, also known as a driven gait orthosis. 6 However, in recent years, innovative 
), and electromyographic (EMG) control (HAL).
The aim of this systematic review is to determine if powered exoskeletons are effective as assistive and rehabilitation devices in improving locomotion in patients with SCI. We sought to answer the following clinical questions:
1. When used as an assistive device, do wearable exoskeletons improve lower extremity function or gait compared with knee-ankle-foot orthoses (KAFOs) in patients with complete or incomplete SCI? 2. When used as a rehabilitation device, do wearable exoskeletons improve lower extremity function or gait compared with other rehabilitation strategies in patients with complete or incomplete SCI? 3. When used as an assistive or rehabilitation device, are wearable exoskeletons safe compared with KAFOs for assistance or other rehabilitation strategies for rehabilitation in patients with complete or incomplete SCI?
Materials and Methods
Reporting of the methods and results follow the PRISMA (Preferred Reporting Items for Systematic Reviews and MetaAnalyses) guidelines for reporting systematic reviews.
Study design: Systematic review. Information sources and search: PubMed, Cochrane, and Embase were searched for publications from database inception to May 2, 2016 ; bibliographies of included articles were also searched. The search strategy can be found in the online supplementary material. Eligibility criteria: The inclusion criteria were as follows: (1) SCI resulting in a gait disorder; (2) age !18 and <75 years; and (3) randomized controlled trials. The exclusion criteria were as follows: (1) baseline between exoskeleton training and comparator therapies, some indicating benefit of exoskeleton over comparator therapies, and some indicating benefit of comparator therapies over exoskeleton. Conclusion There is no data to compare locomotion assistance with exoskeleton versus conventional KAFOs. There is no consistent benefit from rehabilitation using an exoskeleton versus a variety of conventional methods in patients with chronic spinal cord injury. Trials comparing later-generation exoskeletons are needed.
of the primary outcome measures can be found in the online supplementary material. Data collection process and items: Data was extracted by a single individual and verified independently by a second using a pre-established data abstraction form. We attempted to contact authors of publications in cases where data needed confirmation or clarification. The following data items were sought: study design, time from SCI, injury level, study purpose, and rehabilitation treatment details. Risk of bias evaluation: Randomized controlled trials were evaluated for risk of bias using criteria to judge articles on therapy. Crossover studies were evaluated for risk of bias using criteria outlined by Ding et al. 7 These ratings are described in the online supplementary material. Analysis and synthesis of results: When possible, the differences between groups' mean change in scores from baseline to follow-up were reported or calculated for continuous outcomes; otherwise, the mean or median differences between groups' scores at last follow-up were calculated.
Overall strength of evidence: We used the Grading of Recommendations, Assessment, Development and Evaluations (GRADE) System to evaluate the quality of the evidence base for each key question. Details about this system can be found in the online supplementary material.
Results

Study Selection and Characteristics
From among 175 citations identified from our search, we excluded 155 after two individuals reviewed the titles and abstracts. We reviewed the full text of 20 articles and identified 9 randomized trials in 11 publications meeting the inclusion criteria (►Fig. 1). Nine studies were excluded. A list of excluded articles and reason for exclusion can be found in the online supplementary material. A majority of the patients in the included studies were male with subacute or chronic incomplete SCI of cervical or thoracic etiology. Among the 11 studies identified, 10 utilized the robotic exoskeleton Lokomat, [8] [9] [10] [11] [12] [13] [14] [15] [16] [17] and the remaining study utilized the robotic exoskeleton MBZ-CPM1 (ManBuZhe [TianJin] Rehabilitation Equipment Co. Ltd., PR China). 18 Nine of the included randomized trials were of parallel design, and two were of crossover design. Most studies were of moderately high risk of bias (►Table 1).
Efficacy of Wearable Exoskeletons as an Assistive Device
No studies were identified comparing the efficacy of wearable exoskeletons as an assistive device to standard KAFOs in patients with complete or incomplete SCI.
Efficacy of Wearable Exoskeletons as a Rehabilitation Device
Ten-Meter Walk Test
Six randomized controlled trials in eight publications evaluated walking velocity using the 10MWT comparing exoskeleton training to a control group with follow-up ranging from 4 to 12 weeks (►Table 2); two measured fast walking velocity, 10,12 one self-selected walking velocity, 9 one measured both fast and self-selected walking, 15 and two did not report the velocity pace for the test.
8,14
In general, patients improved slightly with training. However, there were no differences in change from baseline among patients undergoing exoskeleton training compared with treadmill-based training with manual assistance, with conventional therapy. 9 One crossover trial found that fast walking velocity improved significantly more after strength training versus exoskeleton training.
15
A subgroup analysis of Duffell et al comparing exoskeleton training to no intervention found that patients classified as high walking capacity at baseline (high 10MWT velocity and Timed-Up-and-Go [TUG] test times; high 6MWT distance) had more improvement in 10MWT times with exoskeleton rehabilitation compared with no intervention at 4 weeks of follow-up; patients with baseline low walking capacity (low 10MWT velocity and TUG test times; low 6MWT distance) showed no difference for either treatment (p for interaction ¼ 0.02). 10, 16 A subgroup analysis of Alcobendas-Maestro et al comparing exoskeleton training with standard physical treatment to conventional overground training with standard physical treatment found that patient baseline upper or lower motor neuron injury did not modify treatment effect for 10MWT velocity at 8 weeks of follow-up. 
6-Minute Walk Test
Three trials in five publications assessed endurance using the 6MWT at 4 or 8 weeks of follow-up. Two found no difference in 6MWT distance among patients undergoing exoskeleton training compared with therapist-assisted BWSTT, 14 overground ambulation, 14 no training, 10 or tizanidine. 10 One trial reported a statistically significant median distance following 8 weeks of training in favor of the exoskeleton group compared with overground training plus standard physical therapy. 8 With the data provided, it is unclear whether this difference is functionally meaningful. A subgroup analysis of Duffell et al comparing exoskeleton training with no intervention found that baseline low or high walking capacity did not modify the treatment effect for 6MWT distance at 4 weeks of follow-up. 10, 16 A subgroup analysis of Alcobendas-Maestro et al comparing exoskeleton training with standard physical treatment to conventional overground training with standard physical treatment found that baseline upper versus lower motor neuron injury did not modify treatment effect for 6MWT distance at 8 weeks of follow-up.
8,11
Walking Index for Spinal Cord Injury I and II
Five studies in six publications evaluated the level of walking impairment via Walking Index for Spinal Cord Injury I (WISCI) or II (WISCI II) scores at 4 or 8 weeks of follow-up. One trial found no difference in WISCI scores among patients undergoing exoskeleton training versus therapist-assisted BWSTT or overground ambulation.
14 Another found no difference in WISCI II scores among patients undergoing exoskeleton training with conventional therapy versus patients undergoing Gait Trainer GT1 training in conjunction with conventional therapy. 9 A third study-a crossover trial-found no differences in WISCI scores comparing exoskeleton training to strength training. 15 Two studies found that exoskeleton training in conjunction with regular physiotherapy or standard physical treatment significantly improved WISCI II scores more than conventional overground training in conjunction with regular physiotherapy or standard physical treatment; median scores were 11 and 16 in the exoskeleton group plus physical therapy groups compared with 9 and 9 in the overground training plus physical therapy groups.
8,17
A subgroup analysis of Alcobendas-Maestro et al comparing exoskeleton training with standard physical treatment to conventional overground training with standard physical treatment found that baseline upper versus lower motor neuron injury did not modify treatment effect for WISCI II at 8 weeks of follow-up.
8,11
Functional Independence Measure-Locomotor Two trials in three publications assessed locomotive function via Functional Independence Measure-Locomotor (FIM-L) scores at 8 weeks of follow-up. One trial found no difference in FIM-L scores among patients undergoing exoskeleton training, therapist-assisted BWSTT, or overground ambulation training, 14 but another trial found that patients undergoing exoskeleton training in conjunction with standard The MID was defined using control group data; this was calculated using the following formula: (1.96 Â √2 Â standard error of the mean). Participants who achieved a change from baseline equal to or greater than the MID for that test, after 4 weeks of training, were classified as
is a subgroup analysis of Alcobendas-Maestro et al (2012). The 95% CIs were estimated from Fig. 4 , point estimates were calculated using values in Table 2 . physical treatment significantly improved their FIM-L scores compared with patients undergoing conventional overground training in conjunction with standard physical treatment; median scores at last follow-up were 10 (interquartile range [IQR]: 6 to 12) compared with 7 (IQR: 5 to 10), respectively (p < 0.05).
8
A subgroup analysis of Alcobendas-Maestro et al found that patients with upper motor neuron injuries had improved FIM-L scores from treatment with exoskeleton therapy with standard physical treatment compared with conventional overground training with standard physical treatment at 8 weeks of follow-up; patients with lower motor neuron injuries at baseline had no improvement with either treatment (p for interaction ¼ 0.013).
8,11
Spinal Cord Independence Measure Two trials evaluated independence via the SCIM at 4 or 8 weeks of follow-up. There was no difference in SCIM scores between exoskeleton training with regular physiotherapy and conventional overground training with regular physiotherapy at 4 weeks of follow-up in one trial. 17 In the second trial, there was no difference between exoskeleton training versus strength training in a crossover design after 4 and 8 weeks.
15
Lower Extremity Motor Score
Five trials in six publications evaluated lower extremity motor function via the lower extremity motor score (LEMS) at 4 or 8 weeks of follow-up (►Table 3). The results were mixed. One trial found no difference in LEMS between exoskeleton training with regular physiotherapy or conventional overground training with regular physiotherapy. 17 A second trial reported that use of the end-effector exoskeleton Gait Trainer GT1 in conjunction with conventional therapy resulted in a greater improvement in the LEMS compared with exoskeleton training in conjunction with conventional therapy; the difference between the mean change scores was -2.17 (95% confidence interval [CI], -2.6 to -1.74). 9 However, these results are in contrast to a third trial, which reported exoskeleton training with regular physiotherapy significantly improved LEMS compared with conventional overground training with standard physical treatment; the median score was 40 (IQR: 30 to 45.5) compared with 35 (IQR: 29.7 to 40; p < 0.05). 8 Two crossover trials reported no difference between exoskeleton training and strengthening exercises or home stretching exercises.
13,15
A subgroup analysis of Alcobendas-Maestro et al comparing exoskeleton training with standard physical treatment to conventional overground training with standard physical treatment found that baseline upper versus lower motor neuron injury did not modify treatment effect for LEMS at 8 weeks of follow-up.
8,11
Defecation Measures
A single trial reported defecation measures via defecation time and enema volume at 4 weeks of follow-up (►Table 3). Exoskeleton training in conjunction with manual therapy resulted in better defecation times and enema volumes compared with BWSTT in conjunction with manual therapy and standard rehabilitation; the defecation time difference between mean change scores was -14.0 minutes (95% CI, -21.4 minutes to -6.6 minutes), and the enema volume difference between mean change scores was -18.5 mL (95% CI, -24.9 mL to -12.0 mL).
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Safety of Wearable Exoskeletons
Adverse events were rare. Two trials reported no adverse events at 8 weeks' follow-up among patients receiving exoskeleton training with conventional therapy, 9 exoskeleton training alone, 15 Gait Trainer GT1 training with conventional therapy at 8 weeks' follow-up, 9 or strength training. 15 One randomized, crossover trial with follow-up at 3 and 6 months found that skin irritation or abrasion occurred in 11% (2/18) of subjects completing the trial. 13 The sites affected included the hip, groin, penis, back, wrist, glutei, and scapula. The authors indicated that this issue was resolved by adding additional padding to the parachute harness setup. The remaining included trials made no explicit mention of adverse events.
Evidence Summary Exoskeletons as Assistive Devices
There were no studies comparing exoskeletons as assistive devices to currently used orthotics.
Exoskeletons as Rehabilitation Devices
There were no differences in the 10MWT and 6MWT comparing exoskeleton versus non-exoskeleton rehabilitation in patients with SCI. There were mixed results for the WISCI/WISCI II and FIM-L; the majority of studies found no difference between rehabilitation strategies with a few studies reporting significantly improved scores in the exoskeleton group. Patients with a high walking capacity at baseline (high 10MWT velocity and TUG test times; high 6MWT distance) had more improvement in 10MWT but not the 6MWT with exoskeletal rehabilitation compared with non-exoskeleton rehabilitation, and patients classified as low walking capacity showed no difference between treatments. The overall strength of evidence for these findings is low or very low (►Table 4).
Safety of Exoskeletons
Adverse events were rare; however, they were reported inconsistently.
Illustrative Case
A 29-year-old female acrobat suffered from traumatic SCI after a fall from a 3-m height during an artistic performance. She was instantly unable to move upper and lower limbs. Diagnosis in the first hospital providing care revealed fractures and fracture dislocation of cervical vertebrae C3 and C4. At the day of admission, she received a decompression operation via laminectomy of the C3 and was immobilized with a cervical collar. On the third postoperative day, the patient was transferred to a level 1 trauma center with an affiliated rehabilitation facility for SCIs. The neurologic status at the time of admission was American Spinal Injury Association (ASIA) B. Further radiologic diagnostics showed a dislocated fracture and led to dorsal spinal fusion of C2 through C4; additional figures can be seen in the online supplementary material (►Figs. S1 and S2). Due to expected prolonged dependency on respiratory support, the patient received a percutaneous tracheostomy. Subsequent to fracture consolidation and weaning from the respirator, the patient was started on BWSTT using an EMG-controlled exoskeleton (HAL) using the protocol of Aach et al.
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The neurologic status at the time of enrollment was ASIA C; an additional figure can be seen in the online supplementary material (►Fig. S3).
19,20
Throughout the 12-week intervention, treadmill performance improved significantly in terms of speed, distance, and time on the treadmill. Video demonstration can be seen in the online supplementary material (►Video 1). Assessment of functional walking abilities without the exoskeletal device measured by the 10MWT improved significantly as measured by time needed to ambulate a 10-m distance and the assistance needed (WISCI II; ►Video 2, online supplementary material). The patient regained important motor functions as assessed via LEMS, leading to an improved walking ability that enabled her to ambulate short distances and even over everyday obstacles (e.g., stairs) without personal assistance; a video showing the performance on stairs can be found in the online supplementary material (►Video 3). The neurologic status after 12 weeks of HAL BWSTT improved to ASIA D; an additional figure can be seen in the online supplementary material (►Fig. S4).
Discussion
In the 1960s and '70s, initial research was conducted in the field of motorized exoskeletons. Due to the size and weight of the technology, it was deemed unfeasible compared with conventional KAFOs. Therefore, the research was discontinued.
21,22
However, SCI remained a devastating and disabling condition often resulting in significant gait limitations. To restore mobility, a weight-bearing locomotion training system was introduced into SCI rehabilitation programs. Over the past 15 years, fixed exoskeletons, primarily the Lokomat, emerged as a relatively frequent technology in SCI rehabilitation.
We looked for but were unable to find any studies evaluating exoskeletons as an assistive device compared with conventional KAFOs. With respect to evaluating exoskeletons as a rehabilitation device, we found nine RCTs. Though there was heterogeneity with respect to comparison groups, cointerventions, outcomes, and study design, these nine studies revealed no significant differences in velocity on the 10MWT and SCIM scores comparing exoskeleton to conventional locomotion rehabilitation. There were mixed results among some of the studies with respect to the 6MWT, WISCI, WISCIII, and FIM-L scores. Rehabilitation strategies included overground training with physical therapy, gait training with the GT1 end-effect device with conventional training, treadmill training with manual assistance, treadmill training with stimulation, overground training with stimulation, overground training alone, therapist-assisted bodyweight supported treadmill training, and strength training.
b High walking capacity defined by high 10MWT velocity and Timed-Up-and-Go (TUG) test times, and high 6MWT distance at baseline. Low walking capacity defined by low 10MWT velocity and TUG test times, and low 6MWT distance at baseline.
As new technologies enabled the development of motorized wearable exoskeletons, several types have been introduced to SCI rehabilitation. The available exoskeletons can be subdivided according to their control mode into joystick, posture, and EMG controlled (►Table 5).
Different applications are possible depending on the control mode of operation. Joystick-and posturecontrolled exoskeletons enable the patient to regain mobility while wearing the device to compensate for the functional loss of the lower limbs. In contrast, EMGcontrolled devices integrate the patient's voluntary drive in the walking pattern, because it requires an active contribution of the patient's lower limbs. This neuronal feedback may lead to or implicate neuronal plasticity and normalizes cortical excitability. Furthermore, some believe this mechanism leads to increased patient mobility when not wearing the exoskeleton, even in patients with chronic SCI.
3,23
There is a certain optimism that exoskeletons, primarily mobile exoskeletons used as rehabilitation devices (e.g., HAL, and to some extent, Ekso-Bionics), have potential to improve walking patterns after the device is removed.
3,23-28
In our study, adverse events were infrequently reported in literature, with only one trial indicating skin irritation or abrasion from exoskeleton training. There were no reports of falling or pressure sores.
Although case series provide some optimism with respect to the use of exoskeletons in locomotion rehabilitation for SCI (►Table 5), this optimism has yet to be validated in randomized trials. Studies of newer exoskeletons comparing them to current rehabilitation strategies are needed.
Conclusion
There is no data to compare locomotion assistance with exoskeleton versus conventional KAFOs. There is no consistent benefit from rehabilitation using an exoskeleton versus a variety of conventional methods in chronic SCI patients. Trials comparing later-generation exoskeletons are needed. Editorial Perspective
Disclosures
Over the last 30 years, the treatment for acute SCI has largely focused on three areas:
• Optimizing patient retrieval and resuscitation during the postinjury phase • Timely decompression and surgical stabilization where appropriate • Rehabilitation with efforts concentrating on returning patients to functional independence, relying largely on wheelchairs or bracing with mobilization aids in some patients
Additional areas of SCI care have largely focused on pharmacologic interventions, such as use of high-dose steroids as a powerful anti-inflammatory medication aimed at decreasing expansion of the secondary injury zone. Continued controversy remains about the role of this medication. Further pharmaceuticals and hypothermia, all largely with similar intent to limit secondary injury zone damage, are currently undergoing prospective trials. Taken together all of these efforts have led to improvements of patient survival but have shown to be limited in their potential for further SCI recovery.
Emerging experimental modalities for potential spinal cord repair attempt to stop neuronal apoptosis or induce cell regeneration through stem cell implantation or molecular interventions. Although these therapeutic concepts have raised substantial public interest through sensationalistic media coverage, there is little actual scientifically confirmed evidence that these treatments work in the lab using large mammals or in patients. For the foreseeable future, this important arm of research will need to grapple with a number of overwhelming foundational obstacles prior to providing SCI patients with veritable hope for meaningful SCI recovery.
Robotic devices that augment paralyzed or paraparetic lower extremity function have been a long-held dream of futurists and part of some attempts of patient care since the 1970s. With mainstream treatments as well as cellular treatments having arrived at somewhat of an impasse, there has been a renewed interest in utilizing robotically driven technologies for mobilization and perhaps even as a neurorehabilitation tool. To our knowledge, this is the first systematic review of the current evidence base for use of these devices and categorizes them into more conventional passive mobilization assistive devices versus active neurorehabilitation technologies.
The enclosed assessment provides an important insight into the difficulty of proving recovery in patients with incomplete SCIs. Designing a prospectively randomized trial is challenging due to the limited number of patients and the high degree of variability in their circumstances. Doubters will always be able to challenge any recovery claims by asking about the natural recovery potential of patients if they had not been treated. That said, the investigators and patients appear to be very excited about the potential for improved mobility or even functioning in an upright position.
On a positive scientific note, there seems to be increasing consistency in measuring the function of patients with incomplete SCIs. In addition to the conventional lower extremity motor score, the 10-meter walk test, and the 6-minute walk test, as a general functional measure, WISCI II appears to be more commonly used as an objective performance assessment. Unfortunately, important additional factors such as spasticity, urinary control, sensory recovery, and defecation measures apparently are not yet part of the routine assessments to measure rehabilitation progress. Similarly, patient satisfaction and other patient-reported outcomes were not assessed in these presented studies. To date, the reported results are inconsistent compared with conventional therapy. Longer-term outcomes of affected patients such osteoporosis, pathologic fractures, or skin breakdown are yet to be assessed. Similarly, the persistence of any motor function gains has yet to be established. Nonetheless, these more recent advances in robotics and their human interface in terms of "neurorobotics" stand to offer far more near-term real-life hope for recovery of function and upright mobilization than current established treatment or neuronal cell regeneration therapies. The other main option is based on using robotic devices such as used in form of motorized braces ("exoskeletons").
